The γ-ray tracking array GRETINA was coupled to the S800 magnetic spectrometer for spectroscopy with fast beams of rare isotopes at the National Superconducting Cyclotron Laboratory on the campus of Michigan State University. We describe the technical details of this powerful setup and report on GRETINA's performance achieved with source and in-beam measurements.
Introduction 24
In-beam γ-ray spectroscopy with fast beams of rare isotopes has evolved into 25 a powerful tool for studying the properties of nuclei far away from the valley 26 of β stability. A wide range of experimental techniques has been established 27 to infer experimental information, for example, on collectivity, single-particle 28 Figure 1 : The photograph shows GRETINA in the so-called NSCL standard configuration mounted in front of the S800 spectrograph's entrance gate valve (covered by aluminum foil).
Four GRETINA modules are mounted in the 58 o ring and the remaining three modules are located at 90 o . The 6-inch diameter beam pipe is removed for a better view on the detector endcaps. The data discussed in this work were obtained with 8 GRETINA modules, with the 8 th module mounted in the free hole seen on the upper left. 6 pendently, assigns a time stamp, and stores them locally. Those triggers can 144 be derived locally but also provided externally, for example from a Ge detector tor systems, both crucial ingredients for a coincidence with a particle detection 155 system like the S800 magnetic spectrograph. The latency between a trigger 156 generated locally for a detector channel and the fast trigger signal output is less 157 than 300 ns. Details on the implementation and functionality of the GRETINA 158 electronics and architecture are reported in [17] [18] [19] .
159
A Ge-detector crystal raw event is comprised of the digitized signals at length of the captured waveform is typically set to 1.8 µs and results in a raw 168 event length of 16 kB for the 40 digitizer channels instrumenting one Ge crystal. 169 The global trigger initiates the collection of the raw events from the hit Ge 170 crystals and the data are passed to the GRETINA computer farm that runs 171 the signal-decomposition software. The signal-decomposition process computes 172 the position and energy deposition of the γ-ray interaction points from the 173 measured waveforms [12] . The result, consisting of timing and energy of the 174 7 central contact, the energies of the hit segments, and a list of coordinates and 175 energies of each interaction point, is the final Ge-detector event, dubbed mode2 176 event. The raw data format, including the captured waveforms that are passed 177 to the signal-decomposition process, is called mode3 event. While the mode3 178 data are usually dropped after the decomposition process, the mode2 event is 179 passed to the GRETINA event builder process. 180 The GRETINA event builder receives the Ge-detector events from the many 181 decomposition processes running on the GRETINA computer farm. Each event 182 has a time stamp and a payload of data and the event builder orders them 183 according to the time stamps and writes them to disk. The GRETINA event 184 builder does not build coincidences by combining events with similar or identi-185 cal time stamp; this task remains for the data analysis. The GRETINA event 186 builder does also accept events from other event sources, such as ancillary de-187 tector systems. For online monitoring purposes, the event builder provides an 188 interface for analysis software packages to tap into the built event stream. 189 The GRETINA computing resources are capable of processing 30,000 γ rays 190 per second. Event buffering allows brief periods exceeding this limit. In case the 191 buffer capacity is exhausted, an inhibit mechanism suppresses further triggers 192 at the front-end electronics until sufficient buffer capacity is restored. The 193 same inhibit mechanism is activated when any component of the GRETINA
194
DAQ system exceeds its data transfer bandwidth. In each data run, the total 195 durations of inhibit periods are measured and reported by the GRETINA DAQ 196 system. For typical experiments performed during the GRETINA campaigns at 197 NSCL, this kind of deadtime is irrelevant as the in-beam trigger rates are well 198 below these limits. It should be noted that, aside from this inhibit mechanism, 199 GRETINA has no global deadtime.
200
Another source of deadtime in GRETINA is a channel-wise deadtime, related for each run as the ratio of locally buffered events and the amount of local 208 triggers. Typical Ge detector rates in in-beam experiments at NSCL were well 209 below 1 kHz which translates into a channel deadtime of 2% or less. For the 210 second campaign of GRETINA at NSCL, the local buffering scheme of the 211 digitizer boards was changed so that only validated events are buffered for the 212 readout. Since in the experiments the validation is typically initiated by a 213 particle trigger in the S800 spectrograph, this new buffering scheme is 100% 214 efficient as long as a second event does not occur in the same digitizer channel 215 during the validation window of typical 4 − 6 µs length. However, events that 216 close in time would pile-up in energy in any case. The data acquisition architecture used for the magnetic S800 spectrograph is 219 based on a classic event-by-event readout scheme. The event readout is initiated 220 by a master trigger signal, prompting the conversion for all detector channels, 221 for example amplitude conversion in ADC modules or timing in TDC modules.
222
After conversion, the data are read out from the modules by the corresponding 223 crate controllers and transferred to an acquisition computer via a USB interface.
224
Depending on the number of detector channels fired, the whole readout process 225 takes 120-200 µs. No other master trigger can be issued during this period.
226
The generation of the master trigger is controlled by the versatile trigger 227 logic of the S800 spectrograph. The logic allows trigger conditions to be set on 228 multiple trigger sources as well as coincidence conditions between two trigger 229 sources. The fast focal-plane scintillator is usually taken as the trigger source 230 for the S800 spectrograph. A time stamp mechanism assigns a time stamp for 231 each event. It is implemented as a counter which runs on clock cycles provided 232 by an internal or external clock source at a frequency of up to 20 MHz. For 233 deadtime determination, the S800 DAQ system offers scaler data, counting the 234 input count rate of the several trigger sources and the number of generated 235 9 triggers. A 10 kHz clock signal and a copy of it vetoed by the S800 DAQ busy 236 signal are recorded by the scaler modules as well and provide a direct measure 237 of the livetime of the system. Combining the S800 spectrograph and GRETINA is accomplished through 240 the time stamps that both data acquisition systems provide. Time-stamp syn-241 chronization between both systems is achieved by providing the GRETINA 242 clock signal, downscaled to 12.5 MHz, as a reference for the S800 time-stamp 243 counter. At the start of a data taking run, all time-stamp counters are reset to 244 zero, allowing coincidence correlation of S800-GRETINA events by means of a 245 simple time-stamp comparison. While the S800 focal plane detectors can tol-246 erate count rates of up to 6-10 kHz, deadtime considerations make it desirable 247 to limit the master-trigger rate to 1.5 kHz or less. For that purpose, the fast 248 trigger output from the GRETINA Trigger Timing & Control logic is used in 249 the S800 trigger logic to form the GRETINA-S800 coincidences, reducing the 250 master trigger rate in the S800 DAQ system. A coincidence window width of 251 600 ns is typically used to accommodate the time walk in the GRETINA trigger 252 signals originating from the leading-edge discriminator algorithms used on the 253 GRETINA digitizer boards. The master trigger from the S800 logic is also sent 254 to the GRETINA Trigger Timing & Control logic and used to validate events 255 in GRETINA with a validation window width of typically 4 µs or longer.
256
The granularity of the 12.5 MHz time-stamp clock is sufficient for the corre-257 lation of S800-GRETINA coincidences, but not to recover the detector timing 258 properties between the Ge detectors of GRETINA and the scintillators of the 259 S800 spectrograph. Therefore, the master trigger signal from the S800 DAQ 260 is also fed into a dedicated digitizer card in GRETINA and read out by the 261 GRETINA DAQ. This provides an S800 timing reference in GRETINA since 262 all timing measurements in the S800 system are performed relative to the mas-263 ter trigger. The quality of this timing reference is sufficient to recover the Ge 264 detector timing performance of 10 ns relative to a fast plastic scintillator signal 265 10 from the S800. Master trigger signals are at least 100 µs apart in time because 266 of the duration of an S800 readout cycle. This separation is significantly longer 267 than the digitizer channel deadtime and ensures that the master trigger signals 268 are processed in the dedicated digitizer in GRETINA with essentially 100% effi-269 ciency. This property is routinely used as a diagnostic tool, namely every S800 270 event has to have its counterpart in the GRETINA event stream.
271
The event data measured by the S800 DAQ are sent to the GRETINA event 272 builder process where they are merged with the GRETINA data and stored.
273
The combined data stream is also made available for online data analysis and 274 monitoring of the proper operation of all detector channels. In many experiments with GRETINA at NSCL, a primary experimental 306 observable is the cross section for populating excited states, tagged by their 307 prompt γ decays as measured in GRETINA. Therefore, the absolute detection 308 efficiency of the S800-GRETINA setup is a crucial performance parameter and 309 was thoroughly characterized for each of the detector configuration realized at 310 NSCL. One efficiency commonly quoted for tracking arrays is the calorimeter 311 efficiency for sources with γ-ray multiplicity 1, for which all energies detected in 312 an event are added first and put in a single spectrum. Obviously, for 60 Co and 313 any other calibration source with γ-ray multiplicity larger than 1, the calorime-314 ter spectrum will likely collect contributions from all coincident γ rays in an 315 event, making the extraction of a calorimeter efficiency from those spectra a 316 challenging task [20] . The calorimeter efficiency describes the upper limit for 317 the efficiency achievable after the tracking procedure and is therefore an im-318 portant benchmark for a tracking array. The calorimeter efficiency depends on 319 the detector arrangement as it is more likely to recover γ rays scattering out of 320 one crystal into another the more compact the configuration is. Of course, for 321 in-beam experiments with γ multiplicities that are typically larger than 1, the 322 calorimeter efficiency has less relevance.
323
The singles efficiency of a tracking array can be measured more easily. For 324 that, the individual spectra of each Ge crystal are summed into one singles spec-325 trum that is then analyzed. For calibration sources with low γ-ray multiplicity 326 any contribution from cross scattering removing a good full-energy-peak count 327 from the peak in the spectrum, as well as the probability that more than one 328 γ ray is emitted towards the same detector crystal in an event are considered 329 to be negligible. The latter assumption is justified as a Ge crystal is covering 330 less than 1% of the 4π solid angle. Another advantage of extracting a singles 331 efficiency is that this efficiency stays the same for different array configurations. were taken in the same acquisition mode of GRETINA as the in-beam data.
339
The absolute efficiency of the array was extracted using a 152 Eu source with 340 known activity, the peak integrals in the acquired spectra, the γ-ray yield per 341 disintegration [21] , and the acquisition time corrected for the deadtime. This 342 deadtime correction is small (< 2 %) in the case that the GRETINA readout was 343 triggered locally by the GRETINA Trigger Timing & Control logic since only the 344 channel deadtime of 15 µs has to be considered. In the case that the GRETINA 345 fast trigger signal was used in the S800 trigger logic to trigger a γ-ray event, 346 the deadtime was considerable at about 60-70%, as each trigger also initiated a 347 readout cycle in the S800 DAQ as well. This deadtime was obtained solely from 348 the S800 deadtime measurement using its raw and live clock measurements. In 14 Absolute efficiency data points were also determined with 60 Co and 88 Y us-355 ing coincidences with a LaBr 3 :Ce scintillation detector. The strategy of this 356 measurement with a multiplicity 2 source is that for any full-energy-peak event 357 measured in the scintillator, the coincident γ ray must have been present and 358 may or may not be detected in GRETINA. Absolute efficiencies can then be ex-359 tracted from the ratio of the full-energy-peak events detected in GRETINA in 360 coincidence with the corresponding energy in the LaBr 3 :Ce scintillator divided 361 by the number of full-energy-peak events recorded in the scintillator in singles.
362
Practically, the signal of the LaBr 3 :Ce scintillator was fed into the S800 spectro-363 graph electronics, replacing the signal of the focal plane trigger detector. The 364 trigger condition of the S800-GRETINA DAQ was set on S800 singles, i.e. in 365 this case LaBr 3 :Ce singles. Offline, the GRETINA singles spectrum for events 366 in coincidences with the corresponding full-energy-peak events in the LaBr 3 :Ce 367 scintillator was created. If the software energy gate is set on the higher-lying 368 60 Co line in the LaBr 3 :Ce detector spectrum, then the absolute efficiency is the 369 ratio of the full-energy-peak counts obtained from the GRETINA singles spec-370 trum over the number of events in the scintillator that satisfy the same energy 371 gate condition 3 . Still, two corrections must be considered. The first correc-372 tion is the random coincidence rate which can be estimated from the amount 373 of full-energy-peak events of the higher line seen in the gated GRETINA spec-374 trum, i.e. the 1.33 MeV line still seen in GRETINA while gated on 1.33 MeV 375 in the LaBr 3 :Ce detector. For the low-activity sources used, this effect is in the 376 order of 10 −3 , so for every 1000 counts observed in the 1.17 MeV peak in the 377 gated GRETINA spectrum just 1-2 counts appear in the 1.33 MeV peak due 378 to random coincidences. A second correction is needed to account for the γ-γ 379 angular correlation [22] and can be calculated from the correlation coefficients 380 [21] and the array configuration. For the data presented here, this correction 381 was computed to be of the order of 1-3 % for the different configurations and is 382 3 For 88 Y the β-decay branch directly feeding the 1836 keV level needs to be considered, too.
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included in the quoted efficiency. When the energy gate condition is set on the 383 lower-lying line in the LaBr 3 :Ce scintillator singles spectrum, one needs to con-384 sider that the higher γ energy, scattered out of the scintillator, may also satisfy 385 the same energy gate condition. This can be seen in the coincident GRETINA 386 singles spectrum, which shows a considerable peak for the lower energy in ad-387 dition to the higher energy line. From its peak integral, the number of those 388 events scattering out of the scintillator can be estimated. In the data presented The singles efficiency does not capitalize on the capability of GRETINA to 408 recover the energy of γ rays scattered between crystals. It is ultimately the 409 task of a tracking algorithm to combine the measured interaction points to a 410 full-energy-peak γ-ray event. The gain in counts in a peak for a particular 411 tracking strategy can be measured relative to the peak counts obtained in the Though the add-back analysis appears to be a relative measurement, it is 421 necessary to consider the impact of deadtime and random coincidences. The 422 latter may remove counts from the full-energy peak in the calorimeter spectrum 423 in case of a random coincidence. For γ-ray multiplicity=1, this effect can be 424 conveniently estimated by comparing the full-energy-peak counts in the singles 425 spectrum with the calorimeter spectrum, where the latter spectrum is gated on 426 detector fold=1 events. Because a full-energy-peak count in the singles spec-427 trum implies that exactly one crystal was hit, the same number of counts is 428 expected in the corresponding, fold-one-gated calorimeter spectrum if no ran-429 dom coincidence increased the measured detector fold. The ratio of peak counts 430 in the fold-one calorimeter spectrum over peak counts in the singles spectrum 431 provides a measure of the impact of random coincidences. Because only weak 432 sources were used for the data presented here, the value of this measure turned 433 out to be insignificant (>0.995), and therefore no corrections attributed to ran-434 dom coincidences were needed or applied. It is worthwhile to note that a similar 435 analysis can be performed for γ-ray multiplicities>1 if the sum peak is investi-436 gated instead of the peaks from the individual γ-ray transitions. Concerning the 437 deadtime, the channel deadtime in GRETINA leads to a detector-fold depen-438 dent deadtime. If LT chn = (1 − DT chn ) describes the channel livetime (LT) and 439 deadtime (DT), then the probability for all hit detectors in an n-fold event to be 440 alive is given as (LT chn ) n . Naturally, if one or more hit detectors are not alive in 441 a full-energy-peak event, the energies of the remaining detectors cannot add up 442 to the full-energy-peak in the spectrum and this event is then wrongly accounted 443 as Compton background. For the data discussed here, this effect is small and 444 deemed negligible since the low count rates translate into LT chn > 0.99 and the 445 detector fold is usually 1-2. For example, for the 1.84 MeV full-energy-peak 446 events from 88 Y only 5% of the events have a detector fold larger than 2.
447
As mentioned earlier in this section, the calorimeter mode is not a viable 448 mode for in-beam spectroscopy as one usually encounters γ-ray multiplicities 449 exceeding 1. A simple approach to recover the cross-scattered γ rays to some 450 extent is the so-called nearest-neighbor add-back procedure. Two detectors are 451 called nearest neighbors when they share a common boundary, such as two 452 crystals next to one another within a cryostat as well as two crystals next to 
465
• ng-spectrum: Collects all detector events which do not fulfill the n0, n1, 466 or n2 conditions. No adding of energies is done.
467
The idea behind this simple approach is that if nearest-neighbor detectors have 468 fired, it is more likely that a γ ray scattered from one detector into another 469 than that two coincident γ rays were detected. If several neighboring detectors 470 have fired, like three detectors A, B, and C in a row, meaning A and C are both 471 nearest neighbors of B, but A and C are not nearest neighbors, the situation 472 18 becomes unclear and those events are collected in the ng-spectrum as three 473 counts at the energies seen in detectors A, B, and C. The spectra n0, n1, and 474 sometimes n2 are added into one add-back spectrum and the add-back factor can 475 be extracted from the gain in peak counts with respect to the singles spectrum.
476
In figure 3 , the singles and add-back spectra obtained from a 60 Co source run 477 taken in the 8 GRETINA module standard configuration are shown. Here, only 478 n0 and n1 spectra were added together. For the 1.33 MeV line, one can see the 479 more than 30% gain in statistics. One also notes the six-fold gain in statistics for 480 the sum peak of the 1.17 MeV and 1.33 MeV at 2506 keV. For the sum spectrum, 481 naively one may expect just a gain of two as only two detectors are added, i.e.
482
covering twice the solid angle. But the logic for the n1 spectrum implies that 483 any neighbor can be hit, and as a crystal has on average four neighbors in this 484 particular array configuration, the increase in solid angle coverage is five-fold, 485 close to the observed add-back gain of six for the sum peak. If the add-back 486 spectrum is made from n0, n1, and n2, the add-back gain for the sum peak 487 increases from 6.16 to 10.15, while for the 1.33 MeV line only an increase from 488 1.33 to 1.36 is seen. Close to the sum peak energy, the 2614 keV line is again a 489 single γ ray from natural background radiation, and its much smaller add-back 490 factor underlines that the much larger gain for 2506 keV peak is solely due to 491 the sum-peak characteristics. The same figure shows in the bottom panel the ng 492 spectrum for the same energies. Its small full-energy-peak statistics compared to 493 the add-back statistics (< 10 −3 ) justifies discarding those events when creating 494 an add-back spectrum.
495 Table 1 summarizes the add-back factors measured for different γ-ray ener-496 gies for 8 GRETINA modules in the NSCL standard configuration. Add-back 497 factors are given at individual γ-ray energies for n0-n1 and n0-n1-n2 add-back 498 spectra as well as for the calorimeter mode when the coincidence method with 499 the LaBr 3 :Ce scintillator was used. For the 60 Co and 88 Y source measurements 500 without an ancillary trigger detector, the add-back factors at the higher γ energy 501 are given only for n0-n1 and n0-n1-n2 spectra, since the calorimeter spectrum 502 is dominated by the summing effect of the two coincident γ rays. The add-back 503 19 factors seen here are smaller for the same reason, namely that both γ rays can 504 interact in the same solid angle in GRETINA, therefore producing a crystal hit 505 pattern not meeting the n0, n1, or n2 condition, or summing up to the wrong 506 energy. Comparing the calorimeter add-back factors with the n0-n1 add-back 507 shows that these values differ by less than 10%, or in other words, the simple 508 n0-n1 add-back already recovers more than 90% of GRETINA's calorimeter full-509 energy-peak efficiency. Contrary to the calorimeter mode, the nearest-neighbor 510 add-back routine can be applied in measurements with modest γ-ray multiplici-511 ties as the ones that have been part of NSCL's fast-beam campaigns. When the 512 n0-n1-n2 add-back is performed, the add-back factor increases only marginally 513 by 2-3% as compared to the n0-n1 add-back, but as discussed in the previ-514 ous paragraph, at the expense that any sum peak would gain 50% or more in 515 statistics.
516
The same table 1 also lists the peak-to-total values obtained from the spectra.
517
The peak intensities of the corresponding γ-ray transitions were obtained from 518 a simple integral over the peak region corrected for the background estimated 519 from a linear interpolation between the regions left and right from the peak. The 520 total counts were obtained as the spectrum integral from 150 keV up to (and 521 including) the peak of the highest γ-ray transition observed from the source.
522
The sum-peak and the region beyond the peak of the most energetic transition 523 were not considered in the peak-to-total evaluation. The values show that the 524 peak-to-total values for the calorimeter mode and the add-back modes are not 525 far apart, and both are a significant improvement as compared to results for 526 the singles spectra. For the peak-to-total results of the source measurement 527 without ancillary coincidences, the values are essentially the mean value from 528 the two corresponding γ-ray lines, showing that the γ-ray multiplicity of 2 does 529 not significantly impact the n0-n1 and n0-n1-n2 add-back. Furthermore, both 530 add-back approaches deliver nearly identical performances in terms of peak-to-531 total.
532
In summary, the simple add-back algorithm described here is an efficient 533 procedure which recovers more than 90% of the spectral performance of the 534 20 GRETINA calorimeter properties in terms of efficiency and peak-to-total. In 535 contrast to the calorimeter mode, which is only a viable option for a γ-ray 536 multiplicity of 1, the nearest-neighbor add-back approach can be applied to 537 data of moderate γ-ray multiplicity.
538
Add-back factor peak-to-total calorimeter n0n1 n0n1n2 singles calorimeter n0n1 n0n1n2 Table 1 : Summary of the measured add-back factors and peak-to-total values obtained with 60 Co and 88 Y sources for the calorimeter mode and the add-back procedure. For the individual energies listed in the upper four rows, the single-peak spectrum was analyzed which was extracted in coincidence with a LaBr detector. For the two bottom rows the source spectra were measured in GRETINA without an additional LaBr detector and the add-back factor is given for the higher energy. For those spectra, as the γ-ray multiplicity is >1, the determination of an add-back factor or peak-to-total is not applicable for the calorimeter mode (see text). 
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accounted and corrected for to achieve optimal energy resolution in the measured 546 γ-ray spectra and valid γ-ray efficiencies. The impact of angular distribution 547 on the in-beam efficiency may need to be considered as well, depending on the 548 alignment of the γ-ray emitting reaction products, see for example [23] . For the 549 data presented in this work the angular distributions measured in the laboratory 550 system were compatible with an isotropic distribution in the rest frame of the 551 γ-ray emitting fragments. The relationship between a γ-ray energy, E rest , emitted in the rest frame of 554 a nucleus moving at a velocity v in the laboratory system and the γ-ray energy, 555 E lab , observed is given as
with β = v/c, c the speed of light, and θ is the observation angle in the labora-557 tory with respect to the direction of v.
558
For studying the Doppler-shift correction capability of GRETINA, excited 559 states in 28 Si were populated in a multi-nucleon removal reaction from a 36 Ar 560 beam at 86 MeV/u on a 100 mg/cm 2 Be target located at the center of GRETINA.
561
The reaction residues were detected and identified event-by-event in the focal 562 plane of the S800 spectrograph. Though the selected spectrograph setting was 563 centered on 34 Ar, the two-neutron removal channel, the projectile fragmentation 564 leading to 28 Si was one of the strongest reaction channels observed in the focal 565 plane and provided a high-statistics data set of Doppler-shifted 1779 keV γ rays 566 from its 2 + → 0 + transition. In this measurement, GRETINA was set up with 567 four modules at 58 • and four modules at 90 • .
568
In the simplest application of eq. 1 the angle θ is reconstructed event-by- The non-dispersive position of the reaction residue at the target is also recon-599 structed event-by-event. The angle θ in eq. 1 can be refined by using this value 600 to adjust the location of the γ-ray emission. In the data discussed here, this par- 662 keV, while in this work, a three times higher γ-ray energy is investigated.
653
The γ-ray peak resulting in a FWHM of 0.9% is shown in panel a) of figure 5.
654
The shape of the peak is not Gaussian but shows extended tails to both sides. and F oM min trk are in the range of 1 to 3. If instead for the FoM difference a 705 range of 0.1 to 1, or greater than 3 is chosen, correcting with respect to the 706 main interaction results in narrower peak shapes. A weight w i = 1 was used for 707 computing those FoM values according to eq. 3. This subset of events contains 708 less than 5% of the peak intensity, making this result of minor relevance for 709 performing the Doppler-shift correction of the whole data set.
710
From this investigation, the conclusion can be drawn that, for the purpose 711 of Doppler-shift correction, the spatial coordinates of the main interaction is at 712 present a better choice than the first interaction found by a simple tracking al-713 gorithm based on the energy-angle relationship of the Compton effect. In terms 714 of an experimental evaluation of the tracking concept, one needs to appreciate 715 that its primary goal is to discriminate full-energy-peak γ-ray events in order to 716 improve the peak-to-total ratio. This is not necessarily equivalent to finding the 717 best approximation of the first interaction. But the tracking result is usable as 718 29 a quality benchmark, as shown by the improved peak shape when events with 719 the first tracked interaction equal to the main interaction are considered. with respect to the main interaction is considered, no add-back nor processing 738 with a γ-ray tracking algorithm was applied.
739
In order to extract the counts in the full-energy peak from the spectrum, a 740 fit based on GEANT simulations [16, 24] was performed and used to describe 741 the background in the peak region, but not the peak itself. As seen in the 742 previous section, the experimental Doppler-reconstructed peaks show significant 743 tails to both sides and the resulting peak shape and hence the peak area is not 744 well reproduced by the simulation. To describe the spectrum, the fit scales of interest, the simulated response spectrum is split into the contribution of 749 events completely absorbed in the crystal (peak in spectrum) and γ-ray events 750 scattered out of the crystal (Compton distribution in the spectrum). For the 751 fitting, the latter spectrum is included and the spectrum region with the peak 752 of interest is excluded in the fit. This approach allows to model the background 753 underneath the peak as shown in figure 6 and peak counts can be extracted as 754 the difference of simple integrals without assumptions about the peak shape.
755
This also allows for a transparent error estimate, as the integral obtained from 756 the measured spectrum follows the Poisson statistics. For simplicity, the same 757 assumption can be applied to the integral obtained from the fit spectrum for 758 estimating the background uncertainty. For both spectra shown in figure 6, this 759 procedure results in a value for the peak integral with an uncertainty of 3%.
760
The in-beam efficiency for both devices was computed from the experimental The fit allows to determine the counts in the peak as simple integrals without any assumption about the shape of the peak itself.
of the more coarse, segment-based γ-ray detection angles. For the energies above 780 1300 keV the background is much lower as shown in the example in figure 6 and 781 well described by the fit.
782
In conclusion, the experimental γ-ray yields measured with GRETINA and 783 SeGA are consistent, verifying the absolute in-beam efficiency of GRETINA. It 784 should be noted that this test not only confirms the correct functioning of the 785 data acquisition system in the sense that no events were seem to be lost, but 786 also suggests the correct processing of events in the decomposition computation.
787
Losses due to wrong processing there would lead to events with erroneous spatial 788 coordinates, hardly detectable with source measurements. For in-beam data, the 789 correct spatial coordinates are crucial for a correct Doppler-shift reconstruction 790 and any erroneous coordinates would have been detected as lower γ-ray yields 791 obtained from the GRETINA data. 
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introduced as an efficient tool that delivers good spectral quality in terms of the 853 peak-to-total ratio while retaining more than 90% of the maximum achievable 854 calorimeter efficiency. This simple treatment of the γ-ray data in the analy-
